**************** 






w^^ 





Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live' 



Jawaharlal Nehru 
"Step Out From the Old to the New" 



IS 10216 (1988) : Pipe Threads Where Pressure-Tight Joints 
are not Made on the Threads - Verification by Means of 
Limit Gauges [PGD 25: Engineering Metrology] 



g^ vi jii^^.j>^^^f i/ui^vA^^g^ Ts:>&^rn¥3egg 



i^Ssl * I nS¥!S>5«!5S'>3«^^ 



■:^:^^<VVV:^ 



Satyanarayan Gangaram Pitroda 
'Invent a New India Using Knowledge" 



^^,^ 






tiojf^'-fjj))^ 



^*<4 



■jum 



^% 



^*«i 



.^o^ 






Bhartrhari — Nitisatakam 
"Knowledge is such a treasure which cannot be stolen" 



'^ir^ 



**************** 



BLANK PAGE 




^<ii££ 




p,»> 



PROTECTED BY COPYRIGHT 



IS 10216 : 1988 
ISO 228/2 : 1987 

("Reaffirmed 1998) 

Indian Standard 

PIPE THREADS WHERE PRESSURE-TIGHT JOINTS ARE 
NOT MADE ON THE THREADS-VERIFICATION BY MEANS 

OF LIMIT GAUGES 

(First Revision) 

First Reprint OCTOBER 2000 
UDC 621 -ysS-a : 621 ■882-082-6 



© BIS 1990 

BUREAU OF INDIAN STANDARDS 

MANAK BHAVAN, 9 BAHADUR SHAH ZAFAR MARG 
NEW DELHI 110002 

December 1990 Price Group 7 



IS 10216 : 1988 
ISO 228/2 : 1987 



Indian Standard 



PIPE THREADS WHERE PRESSURE-TIGHT JOINTS ARE NOT MADE 
ON THE THREADS-VERIFICATION BY MEANS OF LIMIT GAUGES 

(First Revision) 

NATIONAL FOREWORD 

This Indian Standard (First Revision) which is identical with ISO 228/2:1987 'Pipe threads where pressure-tight 
joints are not made on the threads — Part 2: Verification by means of limit gauges', issued by the international 
Organization for Standardization (ISO) was adopted by the Bureau of Indiari Standards on 3 August 1988 on the 
recommendation of the Screw Threads Sectional Committee <EDC 70) and approval of the Mechanical 
Engineering Division Council. 

This standard was originally published in 1982 and was in conformity with ISO 228/2:1980 'Pipe threads where 
pressure-tight joints are not made on threads— Part 2: Verification by means of limit gauges', issued by ISO. 
This revision of the standard has been made by the adoption of ISO 228;^:1987 to bring it in line with the latest 
ISO standard. 

In the adopted standard certain terminology and conventions are not identical with those used in Indian 
Standards; attention is specially drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards the current practice is to use 
a point (.) as the decimal marker. 

CROSS REFERENCES 



International Standard 

ISO 228/1:1982 Pipe threads where pressure-tight 
joints are not made on the threads— Part 1: 
Designation, dimensions and tolerances 



ISO 1502 : 1978 ISO general purpose metric screw 
threads- Gauging 



Corresponding Indian Standard 



IS 2643 (P art 1 ) : 1 975 prmensions for pipe threads for 
fastening 



purposes: Part 
dimensions (first revision) 



1 Basic profile and 



IS 2643 (Part 2) : 19751 Dimensions for pipe threads for 
fastening purposes: Part 2 Tolerances {first revision) 



IS 2643 (Part 3) : 1 975 Dimensions for pipe threads for 
fastening purposes: Part 3 Limits of sizes (first 
revision) 



IS 2334 : 1975 p auging practice for ISO metric screw 



threads {first revision) 



There is no Indian Standard corresponding to ISO 1179 : 1981 'Pipe connections, threaded to ISO 228/1, for plain 
end steel and other metal tubes' to which reference is made in 2. The Technical Committee responsible for the 
preparation of this standard has reviewed the provisions of ISO 1179 : 1981 and has decided that they are 
acceptable for use in conjunction with this standard. 



As in the Original Standard, this Page is Intentionally Left Blank 
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1 Scope and field of application 

This part of ISO 228 specifies the verification, by means of limit 
gauges, of cylindrical threads, the dimensions and tolerances 
of which are given in ISO 228-1. 

For industrial applications (see for example ISO 1 179), it may be 
necessary to carry out additional checks. 

Since this 55° profile has different elements to be verified, it is 
necessary to provide for several GO and several NOT GO 
gauges : 

a) the threaded GO gauges (see clauses 6 and 7) shall en- 
sure that the profile of the machined piece does not exceed 
the maximum of material provided for by the tolerances ap- 
plied to the dimensions of the profile defined by ISO 228-1 ; 

b) the threaded NOT GO gauges for the threads of the 
pieces (see clauses 6 and 7) fix the minimum material limit 
on the flanks of the thread. 



NOTE — Reference checks may be carried out in specialized 
laboratories. 



2 References 

ISO 228-1, Pipe threads where pressure-tight joints are not 
made on the threads — Part t : Designation, dimensions and 
tolerances. 

ISO 1179, Pipe connections, threaded to ISO 228-1, for plain 
end steel and other metal tubes in industrial applications. 

ISO 1502, ISO general purpose metric screw threads — 
Gauging. 



3 Symbols and explanations 

The symbols used in this part of ISO 228 are the same as those 
used in ISO 1502 for the ISO thread gauges, plus some addi- 
tional symbols (n, S, u), as shown in table 1. 



Table 1 



Symbol 


Explanation 


h 


Width of clearance groove at the major and minor 
diameter respectively of the thread profile with trun- 
cated flanks 


d=D 


Basic major diameter of the thread 


di =D, 


= d - 1 ,280 654 P : Basic minor diameter of the 
thread 


d2 = £>2 


= d ~ 0,640 327 P : Basic pitch diameter of the 
thread 


m 


Distance between the middle of the tolerance zones 
Tr of the threaded ring gauge and T^p of the GO 
check plug 


n 


Nominal value of 63 


P 


Pitch 


s 


Displacement of the clearance groove with trun- 
cated flanks 


S 


Tolerance on b^ 


^CP 


Tolerance on the pitch diameter of GO and NOT GO 
threaded check plugs and wear check plugs 


Tct2 


Tolerance on the pitch diameter of the external 
thread 


Tdi 


Tolerance on the pitch diameter of the internal 
thread 


TpL 


Tolerance on the pitch diameter of GO and NOT GO 
threaded plug gauges 


Th 


Tolerance on the pitch diameter of GO and NOT GO 
threaded ring gauges 


u 


= 0,147 84 P : Twice the radial height of rounding 
at crest and root of thread 


«^G0 


Average amount available for the permissible wear 
of GO threaded plug gauge and GO threaded ring 
gauge 


w'ng 


Average amount available for the permissible wear 
of NOT GO threaded plug gauge and NOT GO 
threaded ring gauge 


ZpL 


Distance between the middle of the tolerance zone 
Tpi of the GO threaded plug gauge and the lower 
limit of the thread 


Zh 


Distance between the middle of the tolerance zone 
Tp of the GO threaded ring gauge and the upper 
limit of the thread 
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4 Function, control and use of gauges 

4.1 Gauges for external threads and their check 
plugs 

4.1.1 Solid GO threaded ring gauge 

4.1.1.1 Function 



4.1.2.2 Use 

The threaded GO check plug screwed by hand, without ex- 
cessive force, shall pass through the new solid threaded GO 
ring gauge. 

The threaded NOT GO check plug screwed by hand, without 
excessive force, may enter into both ends of the new solid 
threaded GO ring gauge, but not more than one turn of 
thread.*" 



The threaded GO ring gauge checks the virtual size of the exter- 
nal thread on the GO side (gauging the virtual pitch diameter), 
i.e. it checks the maximum material limit of the pitch diameter, 
taking into account deviations of form (departures from round- 
ness and lack of straightness of the thread axis over the gauge 
length) and pitch errors, helix variations and errors in the flank 
angles, which produce an apparent enlargement of the pitch 
diameter (virtual pitch diameter). In addition, this gauge checks 
whether the length of the straight flank is adequate, i.e. that 
the rounding at the root of the profile does not encroach too far 
upon the flank of the thread. 

This gauge shows the maximum material limit. 

Checking with the threaded GO ring gauge is essentially in ac- 
cordance with the Taylor principle {see ISO 1502 : 1978, sub- 
clause 7.1.1), 



4.1.3 Wear check plug for solid threaded GO ring gauge 

4.1.3.1 Function 

The wear check plug is used to ascertain that the pitch diameter 
of the threaded GO ring gauge has not exceeded the wear limit. 
It embodies the pitch diameter of the threaded GO ring gauge 
at the prescribed limit of wear, 

4.1.3.2 Use 

The wear check plug screwed by hand, without excessive 
force, may enter into both ends of the threaded GO ring gauge, 
but not more than one turn of thread.^* 

If it can be screwed in more than one turn of thread, the thread- 
ed GO ring gauge no longer meets the specifications. 



4.1.1.2 Control 



4.1.4 Solid threaded NOT GO ring gauge 



The solid threaded GO ring gauge manufactured according to 
the prescribed sizes shall be checked using the threaded GO 
and NOT GO check plugs and should be controlled regularly 
with the wear check plug. 

If the NOT GO check plug is not used, other provisions shall be 
made so as to ensure that the maximum size of the pitch 
diameter of the threaded GO ring gauge is not exceeded. 



4.1.1.3 Use 

The threaded GO ring gauge screwed by hand, without ex- 
cessive force, shall pass over the whole length of the thread. If 
this is not possible, the thread does not comply with the 
specifications. 

4.1.2 Threaded check plugs for new solid threaded GO 
ring gauge 

4.1.2.1 Function 



4.1.4.1 Function 

The threaded NOT GO ring gauge is intended to check whether 
the actual pitch diameter exceeds the specified minimum size. 
The checking with the threaded NOT GO ring gauge does not 
correspond to the Taylor principle when checking rigid machin- 
ed pieces. In cases of non-rigid machined pieces, the departure 
from the Taylor principle is of less importance because of the 
flexibility of the pieces. 

4.1.4.2 Control 

The solid threaded NOT GO ring gauge manufactured accord- 
ing to the prescribed sizes shall be checked using the threaded 
GO and NOT GO check plugs and should be controlled regular- 
ly with the wear check plug. 

If the NOT GO check plug is not used, other provisions shall be 
made to ensure that the maximum limit of the pitch diameter of 
the new threaded NOT GO ring gauge is not exceeded, 

4.1.4.3 Use 



These threaded check plugs (GO and NOT GO) are used to 
check the limits of the pitch diameter of the new solid threaded 
GO ring gauge. 



The threaded NOT GO ring gauge, screwed by hand without 
excessive force onto the thread, may be screwed on both sides 
but not more than two turns of thread,^' 



1 ) The number of turns of thread Is determined when unscrewing the plug or ring gauge. 
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If the gauge can be screwed more than two turns of thread, the 
thread does not comply with the specifications. 

The threaded NOT GO ring gauge shall not pass completely 
over a threaded part having a length of three threads or less. 



4.1.5 Threaded check plugs for new solid threaded 
NOT GO ring gauge 

4.1.5.1 Function 

The check plugs (GO and NOT GO) are used to check the pitch 
diameter limits of the new solid threaded NOT GO ring gauge. 
The threaded GO check plug makes sure that the clearance 
diameter of the new solid threaded NOT GO ring gauge is not 
too small. 

If a wear check plug for the threaded NOT GO ring gauge is 
provided, the NOT GO check plug may be dispensed with. 

4.1.5.2 Use 

The threaded GO check plug screwed by hand, without ex- 
cessive force, shall pass through the corresponding new solid 
threaded NOT GO ring gauge. 

The NOT GO check plug gauge screwed by hand, without ex- 
cessive force, may enter the new solid threaded NOT GO ring 
gauge at both ends, but not more than one turn of thread.^' 

4.1.6 Wear check plug for solid threaded NOT GO ring 
gauge 

4.1.6.1 Function 

The wear check plug checks whether the pitch diameter of the 
threaded NOT GO ring gauge has exceeded the wear limit. It 
embodies the pitch diameter of the threaded NOT GO ring 
gauge at the prescribed limit of wear. 

If a NOT GO check plug for the threaded NOT GO ring gauge is 
provided, the wear check plug may be dispensed with. 



4.1.6.2 Use 

The wear check plug screwed by hand, without excessive 
force, may enter into both ends of the threaded NOT GO ring 
gauge, but not more than one turn of thread.^' 

If it can be screwed in more than one turn of thread, the thread- 
ed NOT GO ring gauge no longer meets the specifications.^' 



4.2 Gauges for internal threads 

4.2.1 Threaded GO plug gauge 

4.2.1.1 Function 

The threaded GO plug gauge checks the virtual size of the inter- 
nal thread on the GO side (gauging the virtual pitch diameter). 
This is effected by checking the minimum limit of the pitch 
diameter, taking into account pitch errors, errors in the flank 
angles, helix variations and deviations of form (departures from 
roundness and lack of straightness of the thread axis over the 
gauge length) which produce an apparent reduction of the 
pitch diameter (virtual pitch diameter). In addition, it checks the 
minimum limit of the major diameter and also whether the 
length of straight flank is sufficient, i.e. that the rounding at the 
root of the profile does not encroach too far upon the flank of 
the thread. 

This gauge shows the maximum material limit. 

Checking with the threaded GO plug gauges is essentially in ac- 
cordance with the Taylor principle (see ISO 1502 : 1978, sub- 
clause 7.2.1). 

4.2.1.2 Control 

The threaded GO plug gauge should be checked regularly for 
wear. 

The wear of the threaded GO plug gauge is found by measur- 
ing. 

4.2.1.3 Use 

The threaded GO plug gauge screwed by hand, without ex- 
cessive force, shall pass through the whole length of the 
thread. If this is not possible, the thread does not comply with 
the specifications. 

4.2.2 Threaded NOT GO plug gauge 

4.2.2.1 Function 

The threaded NOT GO plug gauge checks whether the actual 
pitch diameter exceeds the specified maximum size. 

The threaded NOT GO plug gauge checks approximately accord- 
ing to the Taylor principle (see ISO 1502 : 1978, sub- 
clause 7.2.2). 

4.2.2.2 Control 

The threaded NOT GO plug gauge shall be checked regularly for 
wear. 



1) The number of turns of thread is determined when unscrewing the plug or ring gauge. 
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4.2.2.3 Use 



The threaded NOT GO plug gauge screwed by hand, without 
excessive force, may enter into both ends of the threaded part, 
but not more than two turns of thread.^' 



tf it can be screwed in more than two turns of thread, the 
thread does not comply with the specifications. The threaded 
NOT GO plug gauge shall not pass completely through a 
machined piece with a length of three threads or less. 



Start 




5 Entry of the thread 



Figure 1 — Start of complete thread 



Incomplete threads, even if they are chamfered, are still sharp 
enough to break. In order that checking is not affected, it is 
therefore recommended that the incompletely formed part of 
the thread be removed (see figure 1) or, if this is not possible, 
that a chamfer to the thread root of 27° 30' be specified (see 
figure 2). 




Figure 2 — Chamfer of start of thread 



1) The number of turns of thread is determined when unscrewing the plug. 



6 Threaded gauges for the external thread 

6.1 GO side 

6.1.1 Relative positions of pitch diameter tolerance zones 
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Wear check plug for solid 
threaded GO ring gauge 



NOT GO check plug for new \ t 
solid threaded GO ring gauge \ — t^^ y\X^ | 1- — 



(upper limit of the threaded part) 



Wear limit for solid 
threaded GO ring gauge 



Solid threaded GO ring gauge 



GO check plug for new solid 
threaded GO ring gauge 




Figure 3 — Relative positions of pitch diameter tolerance zones 
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6.1.2 Thread profiles 



GO ring (direct measurement) 



GO check 
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Figure 4 - Thread profiles 



The form of the relief is left to the discretion of the manufacturer. 



6.2 NOT GO side 



6.2.1 Relative positions of pitch diameter tolerance zones 
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Wear check plug for solid 
threaded NOT GO ring gauge 



NOT GO check plug for new solid 
threaded NOT GO ring gauge 



NOT GO 




Wear limit for solid threaded 
NOT GO ring gauge 



(lower limit of the threaded part) 
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Solid threaded NOT GO 
ring gauge 



GO check plug for new solid 
threaded NOT GO ring gauge 



Figure 5 — Relative positions of pitch diameter tolerance zones 
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6.2.2 Thread profiles 



NOT GO ring (direct measurement) 
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Figure 6 — Thread profiles 



1 ) The form of the relief is left to the discretion of the manufacturer. 
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6.3 Numerical values 

Given in ISO 228-1 . 
P, d, d^. d2 , 
Tolerance 7(^2' class A or B 

6.3.1 Threaded rings and checks for class A external thread^' 
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Table 2* 



Dimensions in micrometres 



Designation 


Taz 


Tn 


TPL 


Tcp 


m 


Zr 


^m 


W^GO 


1/16 and 1/8 


107 


16 


10 


10 


17 


2 


13 


18 


1/4 and 3/8 


125 


16 


10 


10 


17 


2 


13 


18 


1/2 to 7/8 


142 


20 


12 


10 


20 


9 


17 


23 


1 to 2 


180 


20 


12 


10 


20 


9 


17 


23 


2 1/4 to 4 


217 


26 


16 


14 


24 


13 


21 


,28 


4 1/2 to 8 


217 


26 


16 


14 


24 


13 


21 


28 



For GO rings, a profile is permitted without a radius with an internal diameter, in millimetres, truncated to 

(rf, + M + 7'r/2) ±T^I2 
where u = 0,147 84 P 
For example, for the GO ring sizes 1/16 and 1/8 (for P = 0,907 mm) it is permitted to have 

(c?i + 0,134 + 0,008) ± 0,008 = d■^ + 0,142 ± 0,008 



6.3.2 Threaded rings and checks for class B external thread 

NOT GO side2> 

Table 3 













Dimensions 


in micrometres 


Designation 


Tea 


>R 


7"PL 


T-CP 


m 


^m 


1/16 and 1/8 


214 


26 


16 


14 


24 


21 


1/4 and 3/8 


250 


26 


16 


14 


24 


21 


1/2 to 7/8 


284 


26 


16 


14 


24 


21 


1 to 2 

2 1/4 to 4 
4 1/2 to 6 


360 
434 
434 


34 
34 
34 


20 
20 
20 


18 
18 
18 


30 
30 
30 


28 
28 



1) The GO ring and its checl<s are also valid for class B threads. 

2) For the GO side, the same ring and checks as for class A (see table 2). 
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6.3.3 Other values as a function of the pitch P 



Table 4 



Designation 


P 

mm 


Number of 
threads in 
25,4 mm 


nominal tolerance 

n S 

mm mm 


Tolerances on the 
half-angle 

21 3) 

minutes minutes 


1/16 and 1/8 


0,907 


28 







± 15 


± 16 


1/4 and 3/8 


1,337 


19 


0,4 


± 0,04 


± 13 


± 16 


1/2 to 7/8 


1,814 


14 


0,5 


+ 0,05 


± 11 


± 14 


1 to 6 


2,309 


11 


0,8 


+ 0,05 


± 10 


± 14 



1 ) The maximum displacement permitted between the middle of the groove ^3 and that of the profile is equal 
to S. If the effective displacement s is less than 5, the upper limii « + .S of i>3 may be exceeded by twice the dif- 
ference V - 5 (which amounts to accepting for the distance behveen each lateral face of 63 and the middle of 
the profile the value [(n + S)/2] ± S). 

2) For profiles with complete flanks. 

3) For profiles with shortened flanks. 

6.3.4 Tolerance on the pitch P 

The tolerance on the pitch P measured between any two threads over the length of the gauge is ± 5 pm- 
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7 Threaded gauges for the internal thread 

7.1 Threaded GO and NOT GO plugs for internal threads 

7.1.1 Relative positions of pitch diameter tolerance zones 
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Figure 7 — Relative positions of pitch diameter tolerance zones 
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7.1.2 Thread profiles 
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Figure 8 - Thread profiles 



1) The form of the relief is left to the discretion of the manufacturer. 
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7.2 Numerical values 

Given in ISO 228-1 : 
P. D, £>i, D2 
Tolerance r^j 

7.2.1 Internal thread 



Table 5 



Dimensions in micrometres 



Designation 


Tm 


ZpL 


Tpi 


'^'ng 


W-GO 


1/16 and 1/8* 


107 


8 


10 


10 


14 


1/4 and 3/8* 


125 


8 


10 


10 


14 


1/2 to 7/8 


142 


13 


12 


13 


19 


1 to 2 


180 


13 


12 


13 


19 


2 1/4 to 4 


217 


18 


16 


17 


23 


4 172 to 6 


217 


18 


16 


17 


23 



• For 1/16 and 1/8 GO plugs, a profile is permitted without a radius with 
an external djameter, in millimetres, truncated to 

(D ~ 0,134 - TpJ2) ± TpJ2 = D - 0,139 ± 0,005 



7.2.2 Other values as a function of the pitch P 



Table 6 



Designation 


P 


Number of 

threads in 

25,4 mm 


nominal 
n 


i>: 


tolerance 
S 


Toleranc 
half -J 

2) 


as on the 
ingle 

31 




mm 




mm 




mm 


minutes 


minutes 


1/16 and 1/8 


0,907 


28 









± 15 


+ 16 


1/4 and 3/8 


1,337 


19 


0,4 




± 0,04 


± 13 


± 16 


1/2 to 7/8 


1,814 


14 


0,5 




± 0,05 


± 11 


+ 14 


1 to 6 


2,309 


11 


0,8 




± 0,05 


± 10 


+ 14 



1) The maximum displacement permitted between the middle of the groove ^3 and that of the profile is equal 
to 5. If the effective displacement s is less than S, the upper limit n + 5 of 63 may be exceeded by twice the dif- 
ference 5 - i (which amounts to accepting for the distance between each lateral face of ^3 and the middle of 
the profile the value [(n + S)/2] ± S), 

2) For profiles with complete flanks. 

3) For profiles with shortened flanks. 

7.2.3 Tolerance on the pitch P 

The tolerance on the pitch P measured between any two threads over the length of the gauge is ± 5 Mm. 
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Amend No. 



Date of Issue 



Text Affected 



BUREAU OF INDIAN STANDARDS 



Headquarters: 



Manak Bhavan, 9 Bahadur Shah Zafar Marg, New Delhi 1 10002 
Telephones: 323 01 31, 323 33 75, 323 94 02 

Regional Offices: 

Central : Manak Bhavan, 9 Bahadur Shah Zafar Marg 
NEW DELHI 110002 

Eastern : 1/14 C.I.T. Scheme VII M, V.I.P. Road, Maniktola 
CALCUTTA 700054 

Northern : SCO 335-336, Sector 34-A, CHANDIGARH 160022 

Southern : C.I.T. Campus, IV Cross Road, CHENNAI 6001 13 

Western : Manakalaya, E9 MIDC, Marol, Andheri (East) 
MUMB AI 400093 

Branches : AHMADABAD. BANGALORE. BHCPAL. BHUBANESHWAR. 
COIMBATORE. FARIDABAD. GHAZIABAD. GUWAHATI. 
HYDERABAD. JAIPUR. KANPUR. LUCKNOW. NAGPUR. 
PATNA. PUNE. THIRUVANANTHAPURAM. 



Telegrams: Manaksanstha 
(Common to all offices) 

Telephone 

323 76 17, 323 38 41 



r 337 84 99, 337 85 61 
1337 86 26,337 9120 



{ 



60 38 43 
60 20 25 



r 235 02 16, 235 04 42 
1235 15 19,235 2315 

r 832 92 95, 832 78 58 
183278 91,832 78 92 
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